The measurement of the corneal ellipse for the contact lens practitioner.
A keratometric instrument is described which can be used to measure the p-value of the corneal ellipse. The performance of the instrument is compared with that of the Guillbert Routit topographical keratometer and the Wesley Jessen P. E. K. The application of the p-value to contact lens fitting is discussed.